Background: Rocker is a novel interspinous process stabilization (IPS) that can be installed via unilateral approach by virtue of its unique design. This controlled study compared the clinical outcome of Rocker versus X-Stop to access the feasibility and validity of the novel IPS. Methods: From March 2011 to September 2012, 32 patients treated with Rocker and 30 patients treated with X-Stop were enrolled in this study. The primary clinical outcome measure was Oswestry Disability Index (ODI) score. The secondary clinical outcome measure was Japanese orthopaedics association (JOA) score. Disc height index (DHI) and foraminal height index (FHI) were measured for postoperative radiographic evaluation. Implant failures were also recorded. Results: There were 55 patients with complete data during 24 months follow-up. Among the 55 patients, 38 patients underwent IPS in combination with microdecompression. At the final follow-up, 49 patients achieved a minimal clinical important difference (≥8 points ODI improvement). The mean operative time was 53.6 min (range, 30 to 90 min) in Rocker group and 63.1 min (range, 30 to 100 min) in X-Stop group. The average blood loss was 111 ml (range, 50 to 400 ml) in Rocker group and 138 ml (range, 50 to 350 ml) in X-Stop group. ODI score were significantly improved from preoperative 46.8 ± 9.2 to 12.2 ± 2.6 at 24 months follow-up in the Rocker group and from preoperative 45.8 ± 9.8 to 11.8 ± 2.4 at 24 months follow-up in the X-Stop group. JOA score also improved significantly in both groups. The radiographic parameters of DHI and FHI in both groups increased immediately postoperatively, however, the improvements seemed to revert toward initial value during follow-up. Two patients in Rocker group demonstrated implant dislocation within one week postoperatively and one patient in X-Stop group demonstrated implant migration at two months postoperatively. Conclusions: Preliminary clinical and radiographic outcome was similar between Rocker and X-Stop group. For patients of lumbar spinal stenosis with unilateral nerve root involved or mild-to-moderate central canal stenosis, Rocker offers a new alternative with less damage.
Background
Lumbar spinal stenosis (LSS) is a common disease affected the elderly population. Symptoms exhibit lower back pain, buttock pain, leg pain and neurogenic intermittent claudication [1] . The pathology lies in the compression of the neural elements on the affected level by herniated nucleus pulposus, hyperplastic ligamentum flavum or hypertrophic facet joint leading to central, lateral, or foraminal stenosis [2, 3] . Patients with severe symptoms were recommended to undertake surgery [4, 5] .
Recently, interspinous process stabilization (IPS) has been used clinically as a new method for the treatment of LSS. IPS can restore the intervertebral height, increase the foraminal area and the sagittal diameter of lumbar spinal canal and restrict the over-extension of the spine [6, 7] . Two major surgical procedures have been reported for these new devices. IPS could be used alone to distract spinal process to provide an indirect decompression [8, 9] . They could also be implanted combined with microdecompression [10, 11] . Despite concerns about their safety and efficacy, IPS provides a less invasive treatment for patients suffering from LSS and is increasingly used in spine surgery [7, 12] .
X-Stop (Medtronic, Minnesota, the United States) is the first IPS that received Food and Drug Administration (FDA) approval in the United States for the treatment of LSS and is most widely used. Since the approval of X-Stop, a number of studies have reported the clinical outcome [13] [14] [15] [16] [17] [18] . Rocker (Guoyang, Shanghai, China) is a new type of IPS that is made of polyetherehterketone (PEEK) materials. In contrast to conventional titanium materials, PEEK has near-physiologic elastic modulus and better tissue compatibility [19, 20] . Moreover, owing to its specific self-deploy design, Rocker can be inserted and fixed via unilateral approach. For patients with mild-to-moderate central spinal stenosis or lateral recess stenosis, simple distraction or unilateral microdecompression could be effective. However, most of the IPS available now need to be implanted from both sides of interspinous process and this procedure generates extra damage. So theoretically, IPS via unilateral approach such as Rocker could be more appropriate than traditional ones via bilateral such as X-Stop. To our knowledge, no literature on clinical outcome of Rocker is available now. Therefore, this study aimed to evaluate the clinical safety and efficiency of Rocker compared with X-Stop for lumbar spinal stenosis.
Methods

General information
From March 2011 to September 2012, 62 patients with single level LSS were enrolled in this study. Patients enrolled in the study were allocated to the Rocker or the X-Stop group randomly by closed envelopes. The study was approved by the institutional review board of General Hospital of Jinan Military Commanding Region, and the necessary informed consent was obtained from the parents of each patient. The included patients were either mild-to-moderate central canal stenosis that just required distraction without decompression or lateral recess stenosis that required unilateral nerve root decompression. Spondylolisthesis, scoliosis with Cobb angle >10°, vertebrae fractures, severe osteoporosis with T value < 2.5, active infection, spinal tumor or ankylosing spondylitis were excluded from this study.
Preoperative evaluation included anterior-posterior, lateral and flexion-extension lumbar spine radiographs, CT and MRI scans. Patients with deformed interspinous process on affected levels detected by X-rays or sagittal CT reconstruction were also excluded.
Surgical techniques
All patients were operated by the same team. The patient was positioned on a radiolucent table in the prone position after epidural anesthesia. A posterior midline incision (2-7 cm) was made on the affected level. The supraspinous ligament was exposed and preserved. Then the paraspinous muscles were bluntly dissected from processes and lamina unilaterally for Rocker and bilaterally for X-Stop. For patients with lateral recess stenosis, decompression of the involved nerve root was performed and was completed with discectomy if necessary to ensure adequate relaxation of the nerve root. The small dilator was inserted through interspinous ligament and a customized detacher was used to dissect the paraspinous muscles of asymptomatic side partially to facilitate installation in the Rocker group. Appropriate pilot was placed to ensure that the optimal distraction were achieved. Same size of device was inserted and fixed by screws for X-Stop and by selflock for Rocker ( Fig. 1 ). Surgical wound was closed in layers and drainage tube was placed for 1-2 days. Patients were allowed to ambulate with waist protections 1-2 days after operation and were requested to wear a waist brace for 12 weeks. Dorsal muscles exercise was recommended one week after operation.
Clinical outcomes evaluation
The clinical outcome was quantified using Oswestry Disability Index (ODI) score and Japanese orthopaedics association (JOA) score at the following time points: preoperative, postoperative at 1 weeks, 3 months, 6 months, 12 months and 24 months. The minimal clinically important difference (MCID) for ODI was considered to be 8 points [21] [22] [23] . The number of patients acquired MCID at the final follow-up was also recorded.
Radiologic outcomes evaluation
Standard standing radiographs were obtained at each interval. The disc height index (DHI) was measured by Kim's method ( Fig. 2) [24] . Foraminal height index (FHI) was measured by the maximum distance from the lower edge of the upper vertebral pedicle to the upper edge of the lower vertebral pedicle/height of the lower vertebrae ( Fig. 2 ). DHI and FHI were measured by two doctors independently.
Statistical analysis
SPSS version 13.0 for Windows was used for statistical analyses. The current study was designed to detect the difference of at least 8 points in change on the ODI from baseline to the 24 months follow-up [21] [22] [23] . Baseline standard deviation was estimated at 9 points. TypeIerror α was set at 0.05 and typeIIerror β was set at 0.1. Considering these assumptions and adding 10 % for possible drop-outs, we estimated that 60 patients in total were required to complete the study. The independent t-test was used to compare parametric data. Categorical variables were compared by χ 2 -tests. p < 0.05 was considered significantly statistical difference.
Results
General information
Thirty-two patients were treated with Rocker and thirty patients were treated with X-Stop. Figure 3 shows the inclusion and exclusion process. There were one patient died (not surgery related), one patient suffered from spinous process fracture in the Rocker group. Two Rockers migrated within one week in the Rocker group ( Fig. 4 ), while there were two patients lost and one patient with implant dislocation in X-stop group during the follow-up. So 28 patients and 27 patients with complete data during 24-month follow-up were obtained in Rocker and X-Stop group respectively. There were seven patients involved at L3/4 level and 21 patients involved at L4/5 level in the Rocker group, while there were eight patients involved at L3/4 level and 19 patients involved at L4/5 level in the X-Stop group. Baseline characters were presented in Table 1 . No significant differences were shown in terms of gender, surgical level, smoking, obesity (body mass index ≥ 30) between groups (Table 1 ) [25] .
The mean operative time was 53.6 ± 15.0 min (range, 30-90 min) in the Rocker group and 63.1 ± 13.6 min (range, 40-100 min) in the X-Stop group (p = 0.421). The average blood loss was 111 ± 71 ml (range, 50 to 400 ml) in the Rocker group and 138 ± 68 ml (range, 50 to 350 ml) in the X-Stop group (p = 0.429). The mean duration of hospital stays were 5.5 ± 1.9 and 5.8 ± 1.6 days in the Rocker and the X-Stop group, respectively. There Fig. 1 Schematic illustrations demonstrate the surgical procedure to install Rocker. A customized detacher is used to partially dissect the paraspinous muscles of asymptomatic side (a). Properly sized pilot is inserted to ensure that the optimal distraction were achieved (b). Unlocked Rocker is folded to facilitate installation (c). When inserting between spinous processes, folded Rocker deploys and locks by itself (d) was one patient with intraoperative dural rupture in the Rocker group. Two Rockers unlocked and displaced within one week postoperatively detected by X-ray. Revision surgery was performed to implant a new Rocker in one patient and install pedicle screw systems in the other patient as soon as the diagnosis was made. One patient demonstrated X-Stop dislocation with low back pain and abnormal sound during activities at 2-month postoperatively. Implant was removed and pedicle screws fixation was performed for the patient.
Clinical outcome
Clinical ODI and JOA score were significantly improved at 1 week, 3 months, 6 months, 12 months and 24 months postoperatively as compared with preoperative score in both groups (p < 0.05), with similar outcome observed at each interval postoperatively between the two groups (p > 0.05) (Fig. 5 ). The mean ODI score was significantly improved from preoperative 46.8 ± 9.2 to 12.2 ± 2.6 at 24 months follow-up in the Rocker group and from preoperative 45.8 ± 9.8 to 11.8 ± 2.4 at 24 months followup in the X-Stop group. Among the 55 patients with complete data during follow-up, 49 achieved a MCID.
Radiographic outcome
Preoperative DHI and FHI had no statistical difference. DHI and FHI in both groups increased after operation without statistical significance. However, they showed a gradually decline within 2 years (Fig. 6 ). The mean lordosis at the index level were 5.2 ± 2.9°preoperatively and 3.1 ± 2.2°at final follow-up in the Rocker group, while 5.5 ± 3.3°preoperatively and 3.6 ± 2.4°at final follow-up in the X-Stop group. 
Discussion
The current research studied clinical and radiographic outcome of a novel IPS Rocker for the LSS via unilateral approach compared with a widely used IPS X-Stop. The two IPS had favorable clinical outcome.
Laminectomy was an effective and to some extent a standard treatment for LSS reported by Weinstein et al. [5] . In recent years, microdecompression has a growing tendency. A recently released study by Nerland et al. showed that microdecompression had equivalent outcomes to laminectomy for LSS [21] . This study supported the effectiveness of microdecompression powerfully. As the primary clinical outcome, ODI score in the current study was compared with the two famous studies. In contrast to the two studies, the mean ODI score in the current study was higher preoperatively and lower postoperatively. However, the difference did not mean that interspinous process stabilization in the current study could achieve better clinical outcomes. Firstly, the current study was conducted in China, which is a developing country with a large population. Health care system in China is impoving year by year but still not as well developed as that in the Unite States and Norway. Many patients will not seek medical advice until their symptoms turn serious. This could be the reason why preoperative ODI score was higher in the current study. Secondly, regarding to postoperative lower ODI score, due to different cultural background, people in China are relatively conservative and most of them feel reluctant to answer sex life questions, which might lead to ODI-8 answered inappropriately and generate bias. Besides, as Saberi et al. reported, we speculated that higher preoperative ODI might be associated with better surgical outcome [26] .
It should be noted that different surgical procedures have been reported for IPS. They could be used alone without decompression procedure and just provided an indirect decompression by spinal process distraction [8, 9] . There were also studies that reported the combination of microdecompression and IPS [10, 11] .
In the current study, the majority of the enrolled patients were combined with microdecompression. The clinical results in this study were consistent with those in the study by Ploumis et al. [11] and the combination was believed to provide indirect decompression for the nerve root on the nonoperative side,unload the disc and stabilize the spine [10] . Reoperation rate after IPS implantation is another widely concerned issue. Three patients were reoperated in the current study. Higher risk of secondary operation by X-Stop was reported by LØnne [27] and Stromqvist [8] . However, when comparing the two studies with the current studies, we found that the dominant reason for reoperation in the two studies was persistent or recurrent symptoms. Among the 13 patients reoperated in the study by Stromqvist, 11 patients were due to persistent symptoms after the first operation and two patients were due to recurrent symptoms [8] , while among the 13 patients reoperated in the study by LØnne, four patients were due to persistent symptoms after the first procedure, six patients were due to recurrent symptoms, the remaining three patients were due to implant dislocation or fracture of spinal process [9] . Obviously, ineffectiveness was the dominant cause for secondary operation in Stromqvist and LØnne's studies. However, it must be noted that all the patients enrolled in the X-Stop groups in the two studies underwent indirect decompression by spinal process distraction using X-Stop alone without direct decompression for nerve root or central canal. Whereas in the current study, the majority of the patients underwent IPS combined with microdecompression. No reoperation due to persistent or recurrent symptoms occurred during follow-up in the current study. We speculated that the combination of microdecompression for majority of patients in this study might account for the different reoperation rates between the previous two studies and the current study. However, it needs for further investigation.
IPS are advocated to restore the disc height and foraminal height. In Ryu's comparative study, 16 patients with DIAM showed that mean DHI was 11.3 before operation, 12.7 on the first postoperative day and 11.2 at one year follow-up and FHI was 19.2 before operation, 20.1 at 6-month follow-up and 20.0 at one year followup [28] . Zhou et al. [29] reported 23 patients with lumbar degenerative diseases treated with in-space system. Mean foraminal height was preoperative 18.7 mm, 21.4 mm at two weeks postoperatively and 21.1 mm at 18 months postoperatively.
In the current study, DHI had a 13 % increase immediately postoperatively and gradually declined to the preoperative level at 24-month follow-up in the Rocker group. In the X-Stop group, DHI had a 20 % increase immediately postoperatively and gradually declined below the preoperative level. FHI had a similar trend like DHI. Despite no statistical significance, it seems that PEEK material Rocker maintains improvement a little longer. Some previous studies have also reported that PEEK IPS displayed favorable radiographic changes. Fifty patients with lumbar degenerative disease treated by Wallis showed that intervertebral disc height and the neural foramina height at 12 and 24 months after surgery were significantly higher than that before surgery [30] . Sandu et al. [31] observed disc rehydration in a case series after Wallis implantation on postoperative MRI scans. However, some other studies presented the opposite view. A recent experimental animal study conducted by Barz et al. [32] detected obvious resorption of the spinous processes at the site of the PEEK IPS. This histomorphometric changes in their BB.4S rat models indicated that PEEK interspinous devices like the Wallis might have time-limited effects. Likewise, a retrospective study by Sobottke et al. [33] demonstrated the softer IPS Wallis and Diam displayed more significantly By virtue of its dedicate self-deploy design, Rocker can be inserted and locked via unilateral approach. The installation procedure is simple and quick. In this series, less blood loss and shorter operation time were observed in the Rocker group. What's more, unilateral approach reduced unnecessary damage. Traction of paraspinal muscle and excessive dissection can lead to denervation, atrophy and irreversible muscle injury and ultimately result in persistent low back pain [34, 35] .
It should be taken seriously that two Rockers unlocked and displaced within one week postoperatively. There may be two reasons for these complications. Firstly, when installing, forces should be applied in parallel to the rotation axis of Rocker in order that Rocker is deployed and locked correctly. Because of the existed tension between spinous process, Rocker may be fixed apparently rather than locked actually. In this case, dislocation is definitely inevitable. So it must be confirmed that Rocker is properly locked before the wound is closed. A clicking sound that indicates successful lockup can be helpful, but it should be paid attention to that the special sound is not always clear due to the tension between spinous process. In our experience, the most effective way to confirm a stable lockup is that the Rocker can not be fold by pushing the upper and lower ends. Secondly, we find that under violence in vitro, the self-lock system does not seems to be sufficiently sturdy and can be unlocked. In the early stage after operation, dissection and traction of paraspinal muscle during operation lead to a relatively poor stability in lumbar spine and less support on the sides of Rocker. This may also partly result in unlock and dislocation in the early stage. So a definite lock-up and less activity in the early stage may be helpful to prevent implant failure.
The current study demonstrated the clinical feasibility and validity of Rocker IPS. Compared with X-Stop, Rocker has similar clinical effects and possibly superior restoration of DHI and FHI. Moreover, Rocker is less invasive in contrast to X-Stop. However, surgeons should install Rocker correctly to ensure a successful lock-up and modified design in locking system aimed to resist larger load may be beneficial to prevent early dislocation.
Study strengths and limitations
The results in the present study were strengthened by prospective data collection, controlled group and specific inclusion-exclusion criteria. There were some limitations that should also be considered. First, although the reliability and validity of the JOA scale have been testified [36] , it is mostly used in Asian countries and is not a measurement as conventional as ODI across the world. Second, the loss to follow-up was 11.3 % (7/62) at the final follow-up, which was relatively high.
Conclusions
This study demonstrated that Rocker and X-Stop group have similar preliminary clinical and radiographic outcome. For patients of lumbar spinal stenosis with unilateral nerve root involved or mild-to-moderate central canal stenosis, Rocker offers a new alternative with less damage.
